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daily means to minimize the  impact of  instruments differences  in measurements  time. Overall  results show an 
excellent agreement. The UV‐Visible to Brewer mean difference is of +1.0% with a standard deviation of 3% and a 
slight dependence on the amount of ozone.  Discrepancies on individual days due to changes in the tropospheric
O3 content and different air masses sampling  in  fast O3 changing conditions were  identified. The  temperature 
dependence of the UV cross‐sections has been found to have a negligible impact at these low latitudes. Seasonal 
discrepancies are of only  few  tens of a percent. The  station being affected by desert dust  from Sahara,  cloud 
filtered data have been split in two sets to examine the potential influence of aerosol scattering and absorption 
on  measurements.  Results  show  a  similar  behaviour  of  both  techniques  also  under  high  aerosol  loading 
conditions. Comparisons with  satellite  instruments  show  an  average  agreement better  than  1%  for  TOMS‐V8, 
OMI and SCIAMACHY and of 1.1% and 1.6% for GOME and GOME‐2, respectively with a standard deviation of 3%. 
However, considering that 2.7 to 3.0 % of the total column resides below the altitude of the station, these values 






























Averaging  kernels  (AK)  describe  the  sensitivity  of  total  column  of  a 
tracer to changes  in a given  layer. It can be computed   as the ratio of 
the AMF at certain  layer to the total AMF. Plot shows AK for a) DOAS  
at solar zenith angles  (sza) of 86º to 91º and wavelength 450 nm. b) 
Nadir satellite at 20‐50 sza and wavelength of 320 nm. Ozone profile 
used in the calculations is shown as reference. Tropospheric sensitivity 























































































+  In  last years, recommendations have been made to  improve O3 measurements quality to converge up to 
1% as required for trends studies (IGACO‐2004, GMES Atmospheric Core Service 2009)
+ NDACC Izaña Observatory host high quality instrumentation in the UV (Brewer #157 operated by AEMET), 
Visible (DOAS/RASAS operated by  INTA) and  IR (FTIR operated by  IMK) spectral ranges.  In addition, regular 





+ DOAS  standard analysis  consist  in a  two‐step process. First,  slant  columns are  retrieved by a non‐linear 
fitting. Secondly, Air Mass Factors are applied to refer to a vertical column density (VCD) or TOC.
+  In standard mode, DOAS operates during twilight. Two measurements per day  (am, pm) obtained as the 
average of individual measurements between Solar Zenith Angles of 88º to 91º (typically, 5). For comparison 
purposes, a daily mean is obtained as the am and pm average.
+ Satellite O3 instruments operating in nadir mode have been included in the analysis.
